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The People’s Republic of China Certificate of Metrological Authorization for Special metrological Verification

HESHITEEEFINTTEZE RS (CNAS) E8 = A a[iE 5 :No. L0128

The number of the certificate accredited by CNAS is No.L0128
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Reference documents for the verification (code. name)

GB/T2423. 5520068, T. M, 7= MmIA IR 52504 R A VE AIEh: LR
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Location and environmental condition
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Location Others

IERE: 20°C MXHEE: 60%:;
Ambient temperature Relative humidity

AT N E BT E RS A

Main measurement standards used in this calibration
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Name/type Number Measuring range/accuracy Certificate No./Due date
b+ R/0-150mm 7039274  (0~150)mm/+0.02mm 2004 1.5
W F314/CL-3 160 (0~50) N/+1% 2013.4.8.
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Quantity values of above measurement standards user in this calibration are traced to those of the national primary standards in the P.R, China.
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Results and additional explanation

REBRFHER T RRWE () #EREY, REXKRIFT, TEBRIRAFIEENAE.

The data are valid only for the Sample(s),Partly using this certificate will not be admitted unless allowed.
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